U\ STATE PUBLIC HEALTH LABORATORY
B8]} BREATH ALCOHOL PROGRAM A
K DATAMASTER MAINTENANCE REPORT

i, MISSOURI DEPARTMENT OF HEALTH AND SENICR SEHVICES

RECEIVED
By Carol Day at 2:58 pm, Aug:11, 2014

Complale Ihis repart al the time of the regulai-monihly preventive malntenance check {nol 1o exceed 35 days).
Camplsle this raport whenever Ihe instrument Is serviced er repafted and whenever it Is placad Into sarvice.
Retain the original and send.a copy wilhin 15 ddys 10'the Breath Alcoho! Program, DHSS,

DATAMASTER SH HAME OF AGENCY . OATE OF INSPECTION -
204125 Audrain Co, S0, Mexlco 08/07/2014
LOCATION OF INSTRUMENT (STAZET AND < HME OF INSPECTION,
2920 Noith Shamrock Road, Jefferson Cily ) 10:59

CHECKLIST: Place a mark in the box by aach itam il found 1o be satisfacto
where determined.) Unmarked lems must ba corrected hafore using instyument,

ry or if operaling wilhin eslablished iimils. {Wrile in observed values

DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 08/07/2014 @ 10:59
COMPUTER /] DETECTOR
PROGRAM W] FILTERS

W] HEATERS SAMPLE CHAMBER +50°C R} QUARTZ STANDARD

|v} FLOW DETECTOR ' W] CALIBRATION .

[ PUMP HIGH SPEED &) PRINTER
] INDICATORLIGHTS - |
M SIMULA'{C'J_R""VIO-,LEJ';]:']‘(:){;\J:-:_SU_F’PL_{ER M@M@ LOT # 13060 EXP. DATE ___D2/04/2015
#Cx0200) __ ¥3400°C SIMULATOR SN MP2122 ____ exp DATE ___06/03/2015

' ONE STANDARD 15.TO BE USED PER MAINTENANCE REPORT)

$tandard solution. All three tests must be within 5% of tha slandard valie and must have a spread of 005 or
faspondiag to the standard solution being used. (PRINTOUT ATTACHED) '
STANDABD 2 MUST:READ BETWEEN 0,095% AND 0,105% INCLUSIVE

IST READ BETWEEN 0.076% AND 0,084% INCLUSIVE
UST-READ BETWEEN 0.038% AND 0,042% INCLUSIVE

.040

041

TEST 2 mr

JESTa w

/] PERFORM R F), TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE
(DO NOT INCLUDE-SELF-ADMINISTERED TESTS)

FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS 0 4{0-04).
LIST ANY NEW PARTS AND DESCRIBE ANY
(USE OTHER SIDE IF HECESSAKY).

Replaced five-way vaive s'orenoldiplsi_on and readjusted solencid for proper clearance & movement of five-way piston. Repicaced O-ring on breath lube
mouthpiece receptacle, Replaced painter ribbon, h

0 {.05-.09) 0 (.10-.14) 0 (.15-19) 0 OVER.18 0

AL_Y_’ER.M?ONOB io[OD(FEca\TlON THAT WAS MADE YO RESTORE THE INSTRUMENT T OPERATE SATISFACTONNLY AND WITHIN ESTABLISHED LIMITS

INSPECTING OFFICER
SIGNATURE Fia,

PRINT FULL NAME. -

uh

’ 4= g T ﬁ\ A ~ Dewayng D, Cérv,_e_r;
wpmpenmrrnuuaep.%wéﬁ; o e R T
230101 K _7_0.5128{2015 ) (573} 751:4722 o

Brgath Alcahot Program, MO Department of Hedllhand Sénlor’ Services, Southeast District Office
* 2875 James BIvA, : s
* Poplar. Bluff, MO 83901 ) T

. AN EQUAL DPPOATUMITYAEFIRMATVE ACTION EMPLOVER
. senizes frrddnton g wdm\mtrqmm .

RETURN COMPLEYED HEPORT TO THE: = '

'O S50 1488 (203) LAB-116

R




» GUTH LABORATORIES, INC.

530 HORTH 67th STREET ¢ HARRISBURG, PA 17111-4511 ® TELEPHONE; 747-564.5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13060 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography on February 7, 2013, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contain.
0.0482% (w/vol) ethyl alcohol. The expiration date for this lot
number is February 4,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C  +/- ,2°C, this soiution will give a breath alcohol
analysis instrument reading of 0.040 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

Fsry

Ted L. Pauley, Presidént
GUTH LABORATORIES, INC.

NIST Traceability:

Testing was conducted using Cerilliant Reference Standard lot number FNI120110-04 whose
values are traceable to NIST.

All balances are callbrated annually by an ouiside agency using NIST traceable weights.
Calibration verification is done prior to each use utilizing NIST traceable weights.
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- FACE THIS SIDE DOWN - THIS EDGE IN FIRST FACE TH!S SIDE.DOWN - THIS EDGE IN FIRST

BAC DataMaster ; BAC DataMaster
Ew__d_e,nce_ Ticket § Evidence Ticket

HI*?GUPI STATE HIGHWAY FATROL
C DATAMASTER SERIAL HUMEER fBdi2S
BRSBTS 14

ATESOURT ETHTE HIGHMHV FRTROL
BRC ﬂHTHHHSTER SERTAL NUMBER #a412% :
@3#5?#14 ;

ARREST TIME: ©5:aa
SUBIEST MAME:

M
! LOE: Bi-aisal ZEHT B
; ETATE-R. L, ¢ HE-N

TESTING OFFICERE
LPR”EE’BEMEVHEIH;
OFFICER 1.0.: D4y )
FERMIT MUMEER: 220181
EXFIRATION DRTE: BS/28015 :

MIZCELLAMEOUS DATAY ARREETING OFFICER:
LB46 YAPDR RCCURACY. CHECK A
BUTH LRAES LOT 13968°ENP rds061S ' OFFICER I.Tn: ¥
- : TERTING OFFICER:
CARYER-"DEWRYHE-T
OFFICER I.0.: D4l
PERMIT MUMBER: 236:i6i

== FIPERVIZOR MOLE --——

ELAME TEZT : i olsc 11453 -
INTERHFAL STANDARD VERIFIER  1i:93 En;’: TRATION DATE: @5728-15
ERTERMAL STRHDARD , B Pisia 1% _-ELLH{-iE.UU'{.- DATAH:
ELAaHE TERT ’ < BGE itimg RFI TEZEY
L{TEEHHL ZTARHDARD . B 11:85 S
FLAMK TERT . B 11865 ——— BRERTH RHALYEIZ -—-
EMTERMAL ZTRHBARED R N 1168 : » y
_ BLANHK TE=T . BEE 1117 . ELAMK TEST - DR o llag
T IMTERMAL STRRDARD . YERIFIETY  1i:¢g
e D EHBIECT ZRMPLE . B ilrm

ERDID IHTERFEREMCE
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